[Specific features of high-voltage microfocal medical X-ray diagnosis].
A qualitative explanation and quantitative estimation of the decrease in the radiation dose received by patient during microfocal X-ray diagnostic examination are presented. The change in the image contrast with increasing X-ray tube voltage is described.